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FOREWORD 


The  quantitative  analysis  of  fats  and  oils  for  their  anti¬ 
oxidant  content  has  been  described  by  Anglin,,  Mahon,  and  Chapman 
(l)  and  Eastman  Food  Laboratoiy(2).  Both  procedures  require  steam 
distillation,  but  Anglin,  et  al(l)  shows  a  preference  for  super¬ 
heated  steam  to  maintain  a  temperature  of  l60°Co  without  the  pre¬ 
cipitation  of  salts  in  the  sample. 

It  was  decided  after  some  investigation  by  the  Analytical 
Group,  Food  Chemistry  Division  to  use  the  method  of  Anglin,  et  al 
in  the  analysis  of  the  antioxicUints  BHA  (butylated  hydroxyanisole), 
BHT  (butylated  hydroxytoluene)  at  Natick.,  The  foregoing  group 
requested  the  design  of  a  steam  superheater. with  a  capacity  large 
enough  to  supply  superheated  steam  for  the  simultaneous  analysis 
of  twelve  samples. 

It  was  also  agreed  that,  in  the  interest  of  laboratory  safety, 
the  steam  superheater  would  operate  at  atmospheric  pressure. 

Mention  of  trade  names  in  this  report  does  not  constitute  an 
official  indorsement  of  approval  of  the  product  by  the  Department 
of  the  Army. 
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ABSTRACT 


A  steam  superheater  was  designed  and  built  to  operate 
at  atmospheric  pressure  and  to  provide  superheated  steam  for 
as  many  as  twelve  edible  fat  and/or  oil  samples  undergoing 
steam  distillation  for  BHA  and  BHT  antioxidants.  The  steam 
flow  rate  is  sufficient  to  yield  a  distillate  flow  rate  of  h- 
ml/min  for  each  sample .  Superheated  steam  is  injected  at  a 
high  enough  temperature  to  maintain  the  sample  mixture  at 
16Q°C.  with  little  or  no  change  in  volume. 


INTRODUCTION 


The  report  of  Anglin,  et  al(l)  describes  a  steam  distillation 
technique  for  analyzing  the  antioxidant  content  of  edible  fats  and 
oils.  Essentially,  superheated  steam  is  passed  through  the  sample 
solution  containing  an  antioxidant  such  as  Tenox  BHA*,  or  BHT**, 
and  the  antioxidant  is  carried  over  with  the  distillate  which  is 
then  analyzed  spectrophotomitrically  for  antioxidant  content* 

The  high  temperature  steam  required  by  the  above  procedure 
could  be  supplied  by  a  commercially  available,  miniature  steam 
generator.  To  obtain  the  desired  temperature  in  this  manner,  how¬ 
ever,  would  involve  objectionably  high  pressures.  The  alternative 
to  a  pressurized  steam  generator  is  an  atmospheric  superheater. 

From  the  standpoint  of  safety  and  maintenance,  the  atmospheric 
superheater  has  clear  advantages. 

After  reviewing  the  commercial  availability  of  atmospheric 
steam  superheaters,  it  was  decided  that  a  steam  superheater  could 
be  built  to  do  a  better  job  at  a  lower  cost  than  anything  available 
on  the  market. 


*  butyls, ted  hydroxyanisole 
**  butylated  bydroxytoluene 

Tenox  is  a  registered  trademark  Eastman  Chemical  Products,  Inc. 
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DESIGN  AND  FABRICATION 


The  major  elements  of  the  superheater  are  the  packed  shell,  the  strip 
heaters,  and  the  controllers  (Figure  l).  The  shell  consists  of  a  thin- 
walled  stainless  steel  cylinder  7«5cm  in  diameter  and  90cm  in  height.  There 
is  nothing  critical  about  these  dimensions  -  this  section  of  tubing  just 
happened  to  be  available.  The  ends  are  sealed  with  a  welded  in-place  blind 
member  on  the  bottom  and  a  bolted  bonnet  on  top.  Twelve  1/4"  0D  welded  stain¬ 
less  steel  nipples  are  equally  spaced  around  the  circumference  near  the  top 
to  provide  outlets  for  the  superheated  vapor.  Other  welded  nipples  provide 
connections  for  feed  water,  a  drain  line  and  thermometers.  The  shell  is 
packed  with  5/8:  thin-walled  stainless  steel  rings. 

Two  sets  of  ordinary  strip  heaters  are  strapped  longitudinally  to  the 
outside  of  the  shell  -  one  set  on  the  lower  section  and  the  other  above. 

There  are  4  heaters  ir  each  set  and  all  are  bedded  in  putty*  to  expedite  the 
transfer  of  heat.  The  4  units  in  each  set  are  connected  in  parallel  and 
supplied  with  208-volt  single  phase  power  through  separate  controllers. 

Boiling  and  superheating  can  be  regulated  individually  with  this  arrangement. 
The  combined  ..  "ating  capacity  cf  the  four  SE  1801  heaters**  in  the  lower  set 
and  the  SE  12o5  units*-  in  the  upper  set  is  respectively  equivalent  to  3^000 
and  1,500  vatt3  at  the  indicated  voltage. 

The  column  and  heater  assembly  is  housed  in  a  rectangular  enclosure 
made  of  one-inch  block  magnesia. 

De-Ionized  feed  water  is  introduced  through  a  rotameter***  at  a  rate 
to  correspond  with  the  superheated  steam  demand.  Tt  enters  the  lower  part 
of  the  column  at  room  temperature  and  is  almost  immediately  flashed  to  vapor. 
The  vapor  is  then  superheated  to  265 °C.  as  it  rises  through  the  column  at  a 
pressure  in  the  order  of  ounces/square  inch.  It  is  then  delivered  through 
insulated  Teflon  tubes  of  equal  length  to  each  of  the  analytical  assemblies. 
The  hot  vapor  enters  the  analytical  apparatus  through  an  1mm  orifice  at  a 
high  enough  temperature  to  permit  steam  distillation  at  lf0°C. 


*  Thermon  -  T-53 

**  Chromalox  Cat,  No. 

***  Matheson  (No.  702-B5V) 
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There  is  a  6- foot  pen- ended  standpipe  between  the  rotameter  and  the 
column.  Its  purpose  is  to  provide  a  static  hydraulic  head  to  overcome 
the  pressure  drop  in  the  systeni  and  to  provide  an  unrestricted  vent  for 
safety.  Each  set  of  heaters  is  equipped  with  a  separate  temperature  con¬ 
troller.  The  controller  for  the  lower  heaters  is  an  inexpensive  bimetal¬ 
lic  timer  type*-  which  is  simply  used  to  control  the  boiling  rate  and, 
consequently,  the  level  of  water  in  the  lower  part  of  the  column.  The 
level,  however,  is  relatively  unimportant  as  long  as  it  is  somewhere  near 
the  center  of  the  heater  span. 

The  control ler  for  the  upper  set  of  heaters  is  a  sensitive  thermi¬ 
stor  type**,  the  probe  of  which  is  located  in  the  headspace  near  ths  top 
of  the  column.  This  unit  is  capaole  of  maintaining  the  temperature  of 
the  superheated  vapor  within  3°C.  of  a  set  point  after  the  system  has 
become  stabilized. 

Miniature  indicating  dial  type  thermometers***  are  used  to  observe 
the  temperature  in  both  the  boiling  and  superheating  zones. 

Appendix  B  includes  a  photograph  of  the  superheater  and  the  satel¬ 
lite  distillation  apparatus. 


EXPERIMENTAL  PROCEDURE 

The  procedure  used  in  the  quantitative  analysis  of  BHA  and  BHT  is 
that  of  referenced)  with  the  ecception  that  superheated  steam  is  used 
instead  of  saturated  steam  at  atmospheric  pressure.  The  superheated 
steam  is  injected  into  the  antioxidant  sample  solution  at  a  high  enough 
temperature  to  support,  steam  distillation  at  l60°C.  The  antioxidants 
are  readily  distilled  from  the  oil  or  fat  samples  under  these  conditions. 
The  advantage  of  using  superheated  steam  as  opposed  to  saturated  steam 
is  that  the  optimum  temperature  for  distillation  can  be  achieved  at  a 
faster  rate  and  that  the  temperature  and  volume  are  subject  to  better 
control. 

Experimental  runs  were  made  using  the  same  procedure,  distilling 
eight  samples  at  a  time.  The  superheater  is  designed  to  accommodate 
12  analytical  systems  but  the  apparatus  for  only  eight  is  presently 
available.  The  distillate  flow  rate  and  temperature  of  each  sample 
was  measured  and  recorded  for  later  data  analysis.  At  the  end  of  the 
runs,  the  distillates  were  analyzed  for  BHA  and/or  BHT.  In  addition, 


*  Chromalox  Cat.  No.  Ch-252 
**  Chromalox  Cat.  No.  53T-1 
***  Weston  Cat.  No.  2291 
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four  runs  were  made  on  the  same  sample  to  check  experimental  reproducibility. 
Appendix  A  includes  the  operating  procedure  for  the  superheater. 


DATA  AND  ERROR  AMLYSIS 

1.  Steam  Distillate  Flow  Rates: 

The  distillate  from  e^ch  sample  undergoing  antioxidant  analysis  was 
collected  during  the  30-sd.mite  distillation  period.  The  volumes  collec¬ 
ted  from  a  typical  8-sample  run  were: 

SAMPTJS  VOLUME 

1  122.9 

2  120.6 

3  120.4 

4  121.2 

5  121.0 

6  122.2 

7  122.4 

8  121.6 

These  figures,  as  percent  deviation  from  the  average,  are  graphically- 
presented  in  Fig.  II. 

2.  Heat  Balance: 

The  steam  leaves  the  superheater  at  265°C.  but  the  temperature  is 
probably  considerably  less  as  it  enters  the  sample  mixture  because  of  heat 
losses  along  the  way.  The  actual  temperature  of  the  steam  as  it  enters  is 
irrelevant  since  it  has  been  established  that  a  heat  balance  is  obtained 
with  265 °C.  steam  at  the  superheater  and.  a  100-watt  input  to  the  mantel  of 
the  distilling  flask.  Under  these  conditions  the  volume  of  the  sample 
mixture  remains  constant  and  the  temperature  can  be  maintained  within  ±2° 
of  160 °C.  Fig.  Ill  shows  the  temperature  change  of  a  typical  sample  mix-  - 
ture  vith  respect  to  time. 


5 


PERCENT  DEVIATION 


FIGURE  II 


DEVIATION  FROM  AVERAGE  DISTILLATION 
RATE  DURING  30-MINUTE  PERIOD  FOR 
TYPICAL  .SAMPLE  ARRAY 


+2.0 


3 


+1.0 


0.0 


-1.0 


O 


O 


o 

o 

o 

o 


£L 


AVERAGE 


4-  H - 1 - 1 - t - 1 - 1 - ! - h 

123^5678 
FLASK  NUMBER 


6 


TIME  (MIN.) 


3.  Reproducibility  of  Antioxidant  Determination : 

The  real  test  of  ary  analytical  technique  is  the  reproducibility. 

To  test  the  method  of  steam  distilling  BHA  and  BET  antioxidants,  :?our 
r^uis  were  made  on  aliquots  of  the  same  fat  sample.  The  reproducibility 
for  a  fat  sample  containing  approximately  0.019$  BHA  is  +  .001  percent 
(Fig.  IV).  This  is  an  error  of  +  5$  which  is  acceptable  for  antioxidant 
analysis. 
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PERCENT  BHA 


FIGURE  IV 


REPRODUCIBILITY  -  STEAM  DISTILLATION 
OF  FAT  CONTAINING  BHA  (ALIQUOTS  TESTED  SIMULTANEOUSLY 
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SUMMARY 


The  steam  superheater  designed  and  built  to  provide  superheated 
steam  for  the  steam  distillation  of  antioxidants  performs  satisfac¬ 
torily  with  good  reproducibility. 

It  requires  20  minutes  from  a  cold  start  to  generate  superheated 
steam  at  a  temperature  of  265°C.  At  this  temperature  and  with  a  100- 
watt  input  to  the  mantle  of  the  distillation  flask  the  sample  mixture 
can  be  maintained  within  +  2°  of  loO°C.  with  little  or  no  change  in 
volume  during  the  30-minute  distillation  period. 

The  superheater  is  designed  to  serve  as  many  as  12  distillation 
systems  simultaneously.  Results  with  eight  distillation  systems 
indicate  that  the  distribution  of  the  superheated  vapor  between 
individual  systems  is  satisfactory. 
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OPERATING  PROCEDURES 


FOR 

LABORATORY  STEAM  SUPER  HEATER 


Start-up 

1.  Fill  the  lower  or  boiling  section  of  the  super  heater  to 
the  mark  on  the  sight  glass  (or  within  one  and  one-half 
inches  from  the  top).  ’When  this  level  is  reached,  shut 
the  rotameter  off  and  initiate  the  boiling  by  turning  the 
lower  strip  heater  control  switch  to  "HI". 

2.  When  the  level  in  the  sight  glass  begins  to  surge,  open 
the  rotameter  to. the  desired  setting  (see  Table  I),  and 
adjust  the  lower  strip  heater  control  to  maintain  a  con¬ 
stant  level  in  the  sight  glass. 

3.  After  15  minutes  of  operation,  turn  on  the  upper  strip 
headers  and  set  the  thermostatic  control  to  265 °C« 

k.  An  additional  15  minutes  is  required  for  temperature  in 
the  upper  half  of  the  super  heater  to  stabilize.  At  the 
end  of  this  time,  a  final  temperature  check  should  be 
made  on  the  dial  thermometer  located  at  the  top  of  the 
super  heater.  If  the  chamber  temperature  is  265°  t  5*0, 
distillation  may  be  started. 
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EMERGENCY  PROCEDURES 


In  the  event  of  a  Loss  of  water  flow  to  the  rotameter,  both  the 
upper  and  lower  strip  heaters  should  be  shut  off. 


SHUT  -  DOWN 

1.  Shut  off  both  the  upper  and  lower  strip  heaters. 

2.  Close  the  rotameter  valve  and  shut  off  the  valve  controlling 
the  water  flow  to  the  rotameter. 
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TABLE  X 


Humber  of  Rotameter 

Distillation  Setting 

Units 


k 

6.5 

5 

7o 

6 

9.2 

7 

10.2 

8 

12.2 

9 

13-0 

10 

16.5 

11 

19.0 

12 

21.5 

NOTE: 


Based  on  four  ml.  water  vaporized  per  minute 
per  distillation  unit. 
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Atmcspneric  "team  Superheater  and  3iHA  18 
Distillation  Apparatus 


10 


17 


ATMOSPHERIC  STEAM  SUPERHEATER  AM)  BHA  DISTILLATION  APPARATUS 


Unclassified 

Sccunty  Classification 


DOCUMENT  CONTROL  DATA  -  R  &  D 

SeiuMt*  i-iatufu  0t,on  w/  fttie,  body  ot  obttrac?  and  Indexing  annotation  mu«(  be  entered  when  the  overall  report  It  cletolUed) 


i  originating  activity  (Corporate  author) 


|2».  REPORT  5ECURITY  CLASSIFICATION 


US  Amy  Natick  Laboratory 
Natick,  Massachusetts  OI760 


UNCLASSIFIED 


3  REPOR'  title 


AN  ATMOSPHERIC  STEAM  SUPERHEATER  FOR  STEAM  DISTILLATION  OF  FOOD  ANTIOXIDANTS 


A  descriptive  notes  (Typo  ol  report  end  Incluetvo  dates) 


5  AUTMORI5)  (Firet  nemo,  middle  tnltiei,  laet  nemo) 


John  Swift;  Dominic  Meo;  Elio  A.  Goffi 


0  REPORT  DATE 


1 1970 


M.  CONTRACT  OR  GRANT  NO 


7*.  TOTAL  NO.  OF  PAGES  7 b.  NO.  OF  REFS 


Oo.  ORIGINATOR'S  REPORT  NUMTSERO) 


b.  PROJECT  NO  U6627O8D553 


ob.  OTHER  REPORT  NO(S)  (Any  other  manbote  thet  Zney  be  eoet&ied 
thle  r*p-jrf) 


71  -  7  -  FL  FL  109 


10.  DISTRIBUTION  STATEMENT 


This  document  has  been  approved  for  public  release  and  sale;  its  distribution  is 
unlimited . 


12.  SPONSORING  MILITARY  ACTIVITY 

US  Army  Natick  Laboratories 
Natick,  Massachusetts  017 60 


13.  ABSTRACT 


A  steam  superheater  was  designed  and  built  to  operate  at  atmospheric 
pressure  and  to  provide  superheated  steam  for  as  many  as  twelve  edible  fat 
and/or  oil  samples  undergoing  steam  distillation  for  BDA  and  BHT  antioxidants. 
The  steam  flow  rate  is  sufficient  to  yield  a  distillate  flow  rate  of  four 
ml/min  for  each  sample.  Superheated  steam  is  injected  at  a  high  enough 
temperature  to  maintain  the  sample  mixture  at  l60°C.  with  little  or  no 
change  in  volume. 


Ill 


.1473 


OBftOLKYK  FOR  ARMY  USE. 


ecurity  Classification 


Unclassified _ 

Security  Classification 


| 

i 


